NASA Technical Memorandum 102612 


EVALUATION OF WATER COOLED SUPERSONIC 
TEMPERATURE AND PRESSURE PROBES FOR 
APPLICATION TO 2000°F FLOWS 


NICHOLAS T. LAGEN 
JOHN M. SEINER 


(NASA— TM-1Q2612) EVALUATION OF WATER COOLEO 
SUPERSONIC TEMPERATURE AND PRESSURE PROBES 
p OR APPLICATION TO 2000 f FLOWS (NASA) 
a? « CSCL 20A 


G3/71 


N90-25645 


Unci as 

0290741 


JUNE 1990 


NASA 

National Aeronautics and 
Space Administration 

Langley Research Center 

Hampton, Virginia 23665-5225 



ABSTRACT 


This work addresses the development of water cooled supersonic probes used to study 
high temperature jet plumes. These probes are: total pressure, static pressure, and total 
temperature. The motivation for these experiments is the determination of high tempera- 
ture supersonic jet mean flow properties. 

A 3.54 in. exit diameter water cooled nozzle was used in the tests. It is designed for 
exit Mach 2 at 2000°F exit total temperature. Tests were conducted using water cooled 
probes capable of operating in Mach 2 flow, up to 2000° F total temperature. Of the two 
designs tested, an annular cooling method was chosen as superior. 

Data at the jet exit planes, and along the jet centerline, were obtained for total tem- 
peratures of 900°F, 1500°F, and 2000°F, for each of the probes. The data obtained from 
the total and static pressure probes are consistent with prior low temperature results. 
However, the data obtained from the total temperature probe was affected by the water 
coolant. The total temperature probe was tested up to 2000° F with, and without, the 
cooling system turned on to better understand the heat transfer process at the thermo- 
couple bead. The rate of heat transfer across the thermocouple bead was greater when the 
coolant was turned on than when the coolant was turned off. This accounted for the lower 
temperature measurement by the cooled probe. The analysis is presented in this paper. 
The velocity and Mach number at the exit plane and centerline locations were determined 
from the Rayleigh- Pitot, Tube formula. 

INTRODUCTION 

Interest in the flow properties of high temperature supersonic jet plumes has increased 
over the years, and serves as the motivation for measuring hot jet mean flow properties 
in these experiments. A knowledge of these mean flow properties aids the prediction of 
jet noise and may guide concepts for reduction of the jet noise. Instability waves are 
the primary noise generators for perfectly expanded supersonic jets[l ,2,3,4]. Theoretical 
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models that are used to predict amplitudes for Kelvin- Helmholtz instability waves thus far 
require empirical input for mean jet flow properties. 

Extensive mean flow measurements have been acquired in the NASA/LaRC Jet Noise 
Laboratory (JNL) using specially designed pressure and temperature probes for measure- 
ment with unheated supersonic jets with exit Mach numbers to 2.5. Seiner, Dash, and 
Wolf[5] have shown that good agreement exists between measured unheated jet flow prop- 
erties and those predicted numerically. Hot, supersonic jet data has also been acquired in 
the JNL. In these studies jet temperatures to 900°F have been measured using uncooled 
probes and support wings. At the time, the 900° F jet total temperature represented the 
maximum attainable with the electric heat supply in the JNL. This temperature also cor- 
responds to an upper practical limit for uncooled probes and support wings made from 
common and readily available materials. The maximum available temperature range has 
recently, however, been extended to 3000°F with the installation of a SUE propane burner 
in the JNL. 

This research effort was initiated to determine if a satisfactory design could be found to 
extend the present uncooled probe measurement technology into the elevated temperature 
range by utilizing water cooling techniques and high temperature materials technology. 
This paper describes a research effort to develop such technology for measurement, of 
static and total pressures, and total temperature in supersonic Mach 2 flows heated to 
2000°F. Throughout this paper, the total temperature at the nozzle exit is refered to as 
the jet temperature, and the Mach number at the exit as the jet Mach number. 

The experiments were conducted in three phases. Phase 1 was to develop and test the 
water cooled probe concept. The total pressure probe was used in this phase because it has 
the simplest internal geometry of the three probes. Two total pressure probes were built 
and tested to determine which of the two designs best cools the probes. The two designs 
are: the unsymmetric four tube cooling design, illustrated in figure 1, and the symmetric 
annular cooling design, illustrated in figure 2. Phase 2 utilized the most efficient cooling 
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design, determined froin phase 1, in the production and testing of all the probes. Total 
pressure, static pressure, and total temperature data were taken along the jet centerline, 
and along the exit planes. The centerline readings begin at 0.051 nozzle diameters and 
extend to 23.4 nozzle diameters from the jet exit. The exit plane data extend radially 
from the jet centerline out to 0.56 nozzle diameters. A full set of data was collected for 
jet temperatures of 900° F, 1500°F, and 2000°F. Phase 3 was devoted to observing the 
temperature distribution along the total temperature probe surface. A high resolution 
infrared system was used to accomplish this. 

PROBE ANALYSIS 
Probe Structural Analysis 

The probes are supported in the flow by a supersonic wing. Figure 3 shows the 
overall wing set-up near the nozzle, where the static pressure probe is shown in its testing 
configuration. The forces on the probes are illustrated in figure 4. The dominant load 
the probes experience is the fluctuating lift force due to the turbulence of the jet flow. 
This lift force is considered to be the cause of previous probe failures. The probes are 
sufficiently supported by the wing and the longitudinal loading is therefore neglected in 
the calculation. The probe is modeled as a simply supported cantilever beam for the 
analysis. The perturbation velocity is estimated to be 15 percent of the mean jet velocity 
when the probe is placed in the jet shear layer. When the probe is placed along the jet 

centerline, near the nozzle exit, a value of 1 percent or less is typical. This perturbation 

velocity establishes the maximum lift force on the probe surface, determined from: [6] 

F pr = pA pr V 2 /2 (1) 

where A pr is the normal area of the probe the perturbation velocity impinges upon. The 
maximum stress a probe experiences is determined from: 

Q max = yMmax / Itot ( 2 ) 


3 



where M max is the maximum bending moment the probe experiences due to the applied 
force, F pr . The total moment of inertia of the cross-sectional area of the probe is I tot , and y 
is the distance from the probe neutral axis, which in this case is the probe centerline. The 
calculated maximum stress is compared to the allowable bending stresses of the probes 
at the temperatures expected. This analysis provides an indication of a specific probe 
design’s structural integrity under the expected test conditions. 

Total Temperature Probe Heat Transfer Analysis 

A heat transfer analysis of the total temperature probe is performed to explain the 
effect of the cooling system on thermal response. The total temperature probe is illustrated 
in figure 5, and the probe tip is illustrated in figure 6 . Note that the thermocouple leads 
inside the sheath are surrounded by a powdered magnesium oxide core. Figure 7 defines 
the relevant temperatures and pressures in the analysis, and also a possible temperature 
distribution along the centerline when the coolant is turned on. The extent of the water 
coolant’s reach is evident from this temperature distribution. The probe face temperature 
is Tp and the probe exterior temperature is T sur f. The temperatures of the chamber 
(interior) foward wall, rear wall, and cylindrical sidewall are Ti, I 3 , and T 4 , respectively. 
The bead temperature is T 2 . The temperature of the thermocouple leads where the coolant 
impinges the backside of the rear wall is T 5 . The water coolant temperature is T 6 . Three 
openings in the probe expose the thermocouple bead to the jet: the foward opening allows 
flow to impinge upon the bead, and the two vent holes control the mass flow through the 
probe. The local static pressure inside the chamber, P c , and outside the vent holes, P v , is 
less than the probe face pressure, Pp y which is assumed to be the stagnation pressure of 
the flow behind the shock. The resulting pressure difference drives the low Mach number 
flow through the chamber as shown in figure 7. 

The heat transfer analysis is based upon placing a control volume around the ther- 
mocouple bead of the probe, shown in figure 8 . For an isentropic process it is known that 
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the total temperature across a shock does not change. By neglecting the convective heat 
transfer to the probe interior walls it is assumed the stagnation streamline impinging upon 
the bead will have the desired freestream total temperature. The key assumption is that 
the chamber in which the thermocouple bead is placed can be treated as a blackbody. 

The conductive heat transfer takes place between the two chromel-alumel leads and the 
thermocouple bead. The analysis assumed that 1-D conduction exists and neglected any 
convection that was occuring across the leads while in the probe chamber. The conductive 
heat transfer is determined from: [7] 


Qcond — 


AhjT2 - r 5 ) 
L 


( 3 ) 


where fcs is the conductive heat transfer coefficient of the thermocouple lead being analyzed. 
The cross-sectional area, A, of the lead is 0.000078 in 2 , and the length, L, of the lead from 
the thermocouple bead to location 5 is 0.1507 in. T 5 is dependent on whether the probe 
coolant is turned on or off. If the coolant is turned on, then T$ is assumed to be equal to 
Tg, which is 80°F. This assumption was based upon the ability of the magnesium oxide 
core, at location 5, to adequately insulate the leads from the high temperatures. If the 
coolant is turned off, then T 5 was assumed to be equal to T aur f, determined from the 
infrared system. 

The radiative heat transfer is calculated by using shape factors ? Fij 1 where the i th 
subscript represents the component from which radiation is leaving, and the j th subscript 
represents the component on which radiation is incident. The analysis assumes the geom- 
etry of the probe can be treated as four simplified components, shown in figure 9. The 
analysis considers the radiation between the bead and the chamber consisting of interior 
foward wall, rear wall, and cylindrical sidewall. The three openings are treated as part of 
the respective walls (i.e. not included), and it is assumed that the local flow temperature 
is equal to the wall surface temperature. The shape factor analysis for the foward and rear 
wall with the thermocouple bead is modeled by coaxial parallel disks. [7] The reciprocity 
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equation is: 


AiFij — AjFji ( 4 ) 

wliere A is the area of the component being analyzed. From the summation rule, the 
following equation is obtained: 


F21 + F23 + F24 — 1 


( 5 ) 


These relationships are used to determine the shape factors presented in figure 9 . 

The heat transfer of the thermocouple bead due to the radiation affects from each 
component is determined from: [ 7 ] 

9 ij = AiFij<r(Tj 4 - Tj 4 ) (6) 


where a is the Stefan- Boltzmann constant. To simplify the analysis T sur f was assumed 
constant along the uncooled portion of the probe, regardless of whether the coolant was 
turned on or off. Neglecting conduction between the exterior and interior walls, T iur f 
was assumed equal to X4, and Tp was assumed equal to T\. The infrared system however 
did not detect Tp. The flow is assumed to be stagnant in the region ahead of the probe 
face, which is modeled as a solid disk for the radiative analysis. It is assumed there is no 
convective heat transfer in this region. The recovery temperature, T rec , was equal to Tp 
and is calculated from: [8] 


(Tree Ty) 

(Toy-T y ) 


(<) 


where T y and T 0 y are the local static temperature, and the local stagnation temperature of 
the flow behind the shock, respectively. The recovery factor, r, is taken as the cube-root of 
the Prandtl number, since the flow is considered to be turbulent. The temperature of all 
the components, except that for the interior rear wall, T3, are known. It was assumed that 
the magnesium oxide core does not allow for significant heat transfer between locations 3 
and 5 . Therefore, T3 was assumed equal to T4. 
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The convective heat transfer to the bead is determined from the energy equation, 
where the energy entering the control volume equals the energy leaving the control volume 
such that: 

<lcv — <lAcd + QCed + Qr (8) 

where q cv is the convective heat transfer into the bead, and q r is the net radiative heat 
transfer leaving the bead. The conductive heat transfer leaving the bead through the 
alumel and chromel leads is denoted by q^cd and qcedi respectively. 

The overall heat transfer analysis at the thermocouple bead has been simplified con- 
siderably in an attempt to determine the conductive and radiative effects of the coolant 
contributing to the lower temperature measurements. The assumptions pertaining to low 
thermal conductivity of the magnesium oxide core is one such simplification. The con- 
vective heat transfer is considered the least accurate since it is affected by the errors in 
simplification of both the conductive and radiative modes. A more detailed heat transfer 
analysis is difficult since the temperature and velocity of the flow inside the chamber can- 
not be accurately determined. The error between the jet temperature and the temperature 
measured at the nozzle exit is determined from: 

Error = i ! Till ( 9 ) 

Tjet 

and the error between the uncooled measurements and the cooled measurements is deter- 
mined from: 

Error = ^ unc °°'~ (10) 

uncool 


Determination of Local Jet Flow Velocity 

The measured data must be reduced due to the presence of the bow shock upstream 
of the total pressure probe tip. The total pressure probe reads the pressure behind the 
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a. ) The shock wave is locally normal to the stagnation streamline at the 
point where the streamline crosses the bow shock. The probe is parallel 
to the flow. 

b. ) The particles following the stagnation streamline are brought, to rest 
isentropically in the subsonic region behind the shock. 

bow shock, not the desired freestream total pressure. The following assumptions are made 
in determining the Mach number of the undisturbed stream ahead of the shock:[9] 

These assumptions serve as the basis for the isentropic. and normal shock relationships that 
result in the supersonic Rayleigh Pitot-Tube formula: 



where P oy is the stagnation pressure behind the normal shock, and P x is the freestream 
static pressure. The freestream stagnation temperature is T ox . P oy ,Px , and T ox are deter- 
mined experimentally. The local ratio of specific heats, 7, and the local speed of sound 
are determined from T x . T x and the local freestream Mach number are calculated through 
an iteration program which applies these known quantities to the Rayleigh Pitot-Tube 
formula to account for the variation of the specific heat ratio 7 with temperature. The 
local velocity is determined as the local Mach number times the local speed of sound (a), 
determined from: 

a = (yRT x ) 1 ' 2 (12) 


The error between the theoretical velocity and the calculated velocity is determined from: 


Error 


(Vjet - Vcatc)100 

“ ' Vjct 


(13) 


and the error between the calculated velocities using the uncooled and cooled temperature 
data is determined from: 


Error — 


(Kmcooi - Vcool )100 
h 'uncool 


EXPERIMENTAL APPARATUS AND APPROACH 


( 14 ) 
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Test Facility 


The experiments were conducted in the NASA-Langley Supersonic Jet Noise Facility. 
The floor plan of the test cell is shown in figure 10. The test cell is approximately 26 ft. 
wide by 100 ft. long by 23 ft. high. Air pressure and temperature can be independently 
controlled either manually or by computer. The air pressure was accurate to within 0.2 
psi. The temperature was accurate to within 65° F at a jet temperature of 1100°F, and 
within 20° F at the design temperature of 2000° F. The working pressure in the burner, 
during fuel burning, is limited to 140 psig. The model air system can supply dry air at 
a maximum flow rate of 25 lbm/sec to the burner. The propane flow rate is controlled 
manually. The maximum propane mass flow rate is 0.45 lbm/sec. 

The overall experimental setup is shown in figure 11. A convergent-divergent water 
cooled nozzle was used, as shown. The nozzle exit diameter is 3.54 inches. The nozzle is 
designed to produce an exit Mach of 2.0 at 2000°F exit total temperature. The axes of 
the nozzle are shown in figure 12. All thermocouples used in this experiment are type K 
chroniel-alumel. Within the burner are two open bead thermocouples located 180 degrees 
apart from each other on the flange that connects the burner to the nozzle, shown in figure 
11. These thermocouples provide the burner stagnation temperature readings. One burner 
thermocouple is obtained by the system computer, while the other is obtained by a digital 
display. 

System Operations 

A three dimensional traverse rig positions the probe anywhere in the jet plume. The 
placement of the probe can be controlled either manually or with a computer. The probe 
is moved by three 200 pulse/re volution stepping motors. Three bidirectional totalizers are 
used to read the location of the probe. A digital voltmeter is used in both the total and 
static pressure experiments to read the output from the transducers. 

The pre-test preparation involved leveling and aligning the traverse with the nozzle 
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centerline axis using an alignment laser, placed within the nozzle. The laser light coincided 
with the centerline of the jet nozzle. A flat black dummy probe was located on the wing to 
align the traverse rig with the jet centerline. The laser light appears on the dummy probe 
whenever the probe is on the jet centerline. The traverse is aligned by moving the probe 
in the X2 minimum to X2 maximum centerline directions, and simultaneously adjusting 
the height of the rig until the laser light appears on the dummy probe throughout this X2 
movement. The pressure probes were also calibrated every morning prior to testing. 

Supersonic Probe Support 

The wing support has a diamond shaped cross-section and is composed of stainless 
steel. The wing cross-section can be seen in figure 3. The wing is 27.500 in. long by 
3.875 in. wide by 0.719 in. maximum thickness. The leading edge is sharp, so as to 
maintain minimum profile drag while in the jet. By minimizing the drag on the wing, 
the deflection of the wing is minimized, and the location error of the probe, inside the 
jet plume, is minimized. The wing was initially designed for cold flow testing[10]. Water 
coolant channels were built into the wing for the hot jet testing. The cooling system, 
shown in figure 13, provides water for the wing, wing tip, and probe. The portion of the 
wing leading edge exposed to the jet plume was modified prior to phase 2 of testing due 
to the severe heating it encountered. The upper surface of the wing exposed to the flow 
is shown in figure 14, the lower surface of the wing exposed to the flow is shown in figure 
15. Both photographs were taken after the final test run. The affected leading edge area 
was removed after phase 1 and two water coolant tubes, copper tube as the leading edge 
and stainless steel tube between the wing and copper tube, were installed. The leading 
edge initially consisted of a copper strip welded to the front of the copper tube, machined 
to match the sharp leading edge of the wing. This copper strip failed to remain attached 
to the copper tube, resulting in the copper tube becoming the leading edge of the exposed 
wing. This had no apparent affect upon the results. A Zirconium flame spray was applied 
on the surface of the wing exposed to the flow. 
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The severe temperatures also affected the wingtip, making it necessary to determine 
an adequate wingtip design capable of sustaining the expected high temperat ures. Three 
different wing tips were used in this experiment and are shown in figure 16. The original 
wing tip built with the wing (WNGTP1) is 3.875 in. long by 1.000 in. maximum width 
by 0.719 in. maximum thickness. It is composed of stainless steel with a Zirconium flame 
spray applied to its surface, and is not cooled. A thermocouple was installed approximately 
0.0625 in. from the leading edge. WNGTP1 was tested during phase 1 of testing. The 
wing tip tested throughout phase 2 of testing (WNGTP2) is composed of stainless steel 
with a 0.125 in. O.D. (0.0625 in. I.D.) water coolant tube running into the back, going up 
to within 0.0625 in. the leading edge. WNGTP2 is 3.625 in. long by 1.000 in. maximum 
width by 0.719 in. maximum thickness. The third wing tip tested (WNGTP3) is composed 
of carbon-carbon with a silicon carbide coating, and is not cooled. WNGTP3 is 3.250 in. 
long by 1.000 in. maximum width by 0.719 in. maximum thickness. WNGTP3 was built to 
evaluate the feasibility of using carbon-carbon for future wings to be tested at, and above, 
3000°F, and also as a backup to WNGTP2. The leading edge on WNGTP1 is sharp, 
while the leading edges on WNGTP2 and WNGTP3 are rounded. This rounding is due to 
manufacturing considerations and did not affect the results. The leading edge of WNGTP2 
was rounded to accomodate the cooling tubes, yet provide coolant as close to the leading 
edge as possible. It is assumed that if a high enotigh mass flow rate is achieved through 
WNGTP2, the heat on the blunt leading edge will be adequately dissipated. WNGTP3 
requires that no sharp edges are exposed to the flow, to prevent fracture of the coating 
and core. 

SUPERSONIC PROBES 

Were it is applicable, the mass flow rate of coolant water through the probes was 
determined using a stop watch and a measuring glass, see Table 1. All the probes are 
manufactured from AISI Type-347 Stainless Steel tubing. The four water cooled supersonic 
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probes tested in these experiments are shown in figure 17. The probes are, from left to 
right: CTP2, CTP3, CSP2, and CTT2. The designation of NCTT2 is the CTT2 probe 
with the coolant turned off. Uncooled probe diameters of 0.062 in. and 0.093 in. for 
pressure, and 0.125 in. for temperature were used in previotis experiments up to 900° F. 
For the previous experiments the probe to nozzle diameter ratios were 0.035, and in the 
present experiment the probe diameters was increased such that this ratio is 0.053. The 
increase in this ratio is necessary to accomodate the cooling system incorporated into the 
probes. NCTPl and NCSP1 were destroyed during the previous tests. 

Total Pressure Probe 

CTP2 and CTP3 are used in phase 1 of the experiment to determine which cooling 
system design is to be used in phase 2. Difficulty was encountered in the manufacturing 
of the probes. The 0.1175 in. I.D. of the outer tube for CTP2 provides a small volume, 
0.397 in. 3 with which to install a cooling system. CTP2 utilized the unsymmetric cooling 
design which has a center pressure tube, surrounded by four water coolant tubes. CTP2 is 
illustrated in figures 1, and 18, and is shown in figure 17. Two inlet water tubes extend up 
to the tip of the probe, while two outlet water tubes are located in the rear of the probe. 
This is acknowledged to be the weaker of the two designs due to the unsymmetric cooling 
and smaller coolant volume resulting from the additional internal tubing. The five tubes in 
CTP2 are connected to tygon tubing halfway through the wing. The pressure transducer’s 
linear range is 200 psia. 

Even though the annular cooling design is assumed to be the better of the two designs, 
the interior dimensions are small enough to raise concerns as to whether sufficient water 
cooling could be supplied. Stock tubing with an initial wall thickness of 0.035 in. was 
bored until a wall thickness of approximately 0.015 in. was achieved. The divider tube 
was also bored, resulting in an average wall thickness of 0.0125 in. The internal volupie 
of CTP3 is 0.935 hi. 3 , over twice that for CTP2. CTP3 is illustrated in figures 2, and 19, 
and is shown in figure 17 after testing. An X-ray of CTP3, shown in figure 20, provides 


12 



an indication of how thin the probe outer wall is, and also shows the position of the 
installed thermocouple in the reservoir used to measure the coolant temperature exiting 
the probe tip. This thin outer wall thickness raised concerns as to whether the structure 
could withstand the expected stresses. 

The water coolant is delivered to the tip of the probe through a 0.1086 in. O.D. 
(0.0960 in. I.D.) divider tube. A 0.060 in. O.D. tube inside the divider tube serves to read 
the stagnation pressure of flow behind the bow shock. The backside of the cap serving as 
the probe tip was curved to turn the flow of coolant water towards the reservoir. The base 
of the 0.1875 in. probe outer tube is attached to a 0.500 in. tube that acts as a pressurized 
water reservoir. The reservoir concept contributes to the cooling of not only the probe, 
but also the surrounding wing and wingtip. Thermocouples located inside the reservoirs 
of all of the probes measure the probe exit water temperature. The reservoir design is 
incorporated into CSP2,CSP3, and CTT2. 

Static Pressure Probe 

The water cooled static pressure probe utilizes the annular cooling method. The 
findings of Pickney [11] were used for the design of the static pressure probe. The probe is 
illustrated in figures 21 and 22, and seen in figure 17 after the experiment was completed. 
The sloping of the probe tip to a point, along with the small diameter static pressure 
ports, posed a serious manufacturing problem to the annular design. A solid steel cylinder 
was drilled and lathed to serve as the tip, and was fit and brazed to the 0.1875 in. outer 
tube. The foward component of CSP2, shown in figure 23 prior to the attachment to the 
probe outer wall, has a 0.060 in. O.D. center inlet water tube and the four smaller 0.020 
in. O.D. pressure tubes. The water sprays the back of the tip and proceeds towards the 
reservoir. The pressure tubes have been installed into the pressure ports, and the excess 
portion of the pressure tubes is visible in this photo. The pressure tubes are brazed to 
the center tube, and are connected to a single 0.1250 in. tube once inside the reservoir. 
Figure 24 shows a magnified photo of the pressure ports for CSP3, detailing the connection 
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of the pressure tubes and the probe tip. The joint between the two components of the 
probe is also visible in this figure. An X-ray of CSP2, shown in figure 25, shows the actual 
internal geometry of the probe. The thickness of the foward components is of interest from 
a structral point of view, especially since NC'SPl failed during one of the previous tests. 
The pressure transducer used for the static pressure probe has a linear range of 50 psia. 

Total Temperature Probe 

The NCTTl and CTT2 thermocouple output is read by a digital thermometer. OTT2 
incorporated the annular cooling method up to, but. not beyond, the thermocouple bead 
inside the probe, and is illustrated in figures 6, 7, and 26. OTT2 is shown in figure 17 after 
the experiment was completed. The unassembled interior components of GTT2 are shown 
in figure 27. The placement of the thermocouple bead, sealed from the coolant water, was 
the most challenging manufacturing aspect of the total temperature probe, along with the 
drilling of the two vent holes. The outer tube consists of a solid cylindrical rod, 0.1875 
in. O.D. bored, and counter bored, to hold both the annular coolant system and the 
thermocouple. The thermocouple location is such that the bead rests inside the 0.0625 
in. diameter chamber while the thermocouple sheath is wedged tightly into the tapered 
section. The thermocouple sheath is vacuum brazed into place using a braze material 
composed of 82 percent Gold and 18 percent Nickel. This process involved first building 
several prototypes and determining whether the bead could be vacuum brazed. X-Rays of 
all the prototypes and the final product are full scale and were used in the manufacturing of 
the probes. The thermocouple bead could not have been properly located for the brazing 
to occur without the use of these X-rays. After the brazing was completed, X-rays were 
again used to locate the thermocouple for drilling the two vent holes. During the drilling 
of the vent holes the drill bit broke off in the second hole. This resulted in a tapered vent 
hole, with a minimum 0.010 in. (0.020 in. maximum) diameter. This is assumed to be 
insignificant since the minimum vent hole opening is still 0.010 in. 
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Infrared measurement 


Phases 1 and 2 of testing utilized an infrared scanner, with an indium antimonide 
(InSb) photovoltaic detector, for thermal visualization. The detector has a spectral range 
of 2 - 5.G micrometers and is cooled by liquid nitrogen. The detector, and display unit, 
is shown in figure 28. The images appeared on a display unit which operates at the same 
rate as the camera. The detector scan rate is converted to a TV scan rate, for viewing on 
a color monitor. This system served as a means of determining how the probes reacted to 
the elevated temperatures. 

Phase 3 of testing utilized a high resolution infrared system that provided the probe 
surface temperature along the length of the probe. The amplitude resolution is capable 
of resolving 256 gray scale levels. The infrarerd system has two spectral ranges of 3-4 
micrometers and 8-12 micrometers and was fitted with a 3X telescope. A 1 in. aperture 
blackbody was used as the temperature reference. 

DATA COLLECTION 

Data was collected by computer in an ensemble fashion for phase 1. This prevented 
the high temperatures from damaging the probes, wing, and WNGTP1. This also provided 
some insight into the affects of high temperatures on the wing and probes. An example 
of how the ensemble data method was performed is provided for a centerline run, using 
WNGTP1. A computer program moves the probe to a new location outside the flow, 
directly above a data point to be tested. The probe is then moved to a data point on the 
centerline. After allowing a specified amount of time for the probe to reach equilibrium, 
data is collected. The thermocouple located in the leading edge of WNGTP1 provides the 
critical temperature reading that initiates the movement of the probe out of the flow, to its 
previous location. This critical temperature is the temperature at the leading edge and is 
set for 1400°F, approximately 200°F below the temperature at which the wing surface will 
begin to sustain visible damage. If the required number of data readings is not collected, 
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the program will allow several seconds for the wing to cool, outside the flow. Once a cool 
temperature of 500°F is read by the leading edge thermocouple, the wing will move back 
to the previous data point and continue collecting data. This continues until once again 
the critical temperature is reached and the wing moves out of the flow. This process is 
repeated until all the specified data ensembles for that point are collected. The probe then 
moves to a new position outside of the flow, and repeats this data collection process for 
the new data point. The total amount of ensemble readings for a data point is equivalent 
to two seconds of continous data collection. 

Data collection at 900°F and 1500°F were continous for phase 2. The cooling of the 
probe, and wing, eliminated the need to move the probe out of the flow as in phase 1. The 
probe remained in the flow until all the data readings, for all the data points, had been 
taken. However, the collection of data at 2000°F was not continous. The probe, from a 
position outside of the flow, moves to a data point and continously collects all the data 
readings for that point. The probe then moves to the previous position outside the flow 
to cool off before moving to the next data point, and continue the process. 

RESULTS 

A total of 26 test runs were conducted for phase 1. CTP2 was tested in three runs, 
on the jet centerline reaching a maximum temperature of 1200°F, shown in figure 29. In 
this infrared photo CTP2 is detected by the detector, and is cooler than the wing. The 
infrared scanner was set to cover a full scale range of 284°F to 1220°F; the lighter gray 
scale in figure 29 corresponds to hotter temperatures. The melting of the tygon tubing on 
the third run terminated the testing of CTP2. CTP3 was tested up to a temperature of 
1600°F, where the limiting factor became the high temperatures on the wing and wingtip. 
Figure 30 shows the infrared results of CTP3 at 1600°F. Comparing figure 30 to 29, it is 
seen that CTP3 is cooled well enough such that it was not detected by the infrared camera. 
These results illustrate the superior cooling of the symmetric annular cooling design over 
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the unsymmetric four tube cooling design. Of even greater significance was the fact that 
C'TP3 did not experience any structural damage. The 0.015 in. outer tube wall thickness 
was proven to be structurally sound in this respect. NCTT1 was also tested during this 
phase to determine the limit of the uncooled design. The result was that NC'TTl was 
tested up to 1600°F and suprisingly sustained these temperatures without incident. The 
method of collecting data for NCTTl is the same as that used for phase 2 at 2000°F. 
Figures 29 and 30 also provide a good indication of the heating the wing and wingtip 
sustained. During this phase of testing the wingtip and the exposed portion of the wing 
experienced temperatures as high as 1450°F. Water cooling systems were incorporated into 
the wingtip and wing leading edge to counter these high temperatures in the remaining 
test runs. 

A total of 109 test runs were conducted during the second phase of experimentation. 
The traverse was aligned once again and leveled using the same methods as in phase 1. 
The wing, nozzle, and probes were painted with a high temperature flat black spray paint 
to provide a uniform high emissivity of about 0.95. The use of the black paint appeared 
to have no affect on the images obtained from the low resolution infrared system. This is 
attributed to the poor resolution of the system in the 3-5 micrometer band when imaging 
surface temperatures. WNGTP2 was used throughout phase 2 of testing. Damage in the 
form of small cracks was occuring along the leading edge of WNGTP2, but to such a small 
degree as not to warrant concern. 

Total Pressure Results 

The CTP3 readings along the centerline at 900°F, 1500°F, and 2000°F are shown in 
figure 31. As the temperature increases the peaks in the pressure become less pronounced, 
indicating that the nozzle is approaching its design condition of 2000°F. The nozzle is 
designed to have a unique wall boundary, and a corresponding unique ratio of specific 
heats, 7 , to yield a Mach 2 exit distribution at 2000°F jet temperature. Jet temperatures 
that are not 2000°F are considered to be off-design conditions, and Mach 2 at the exit 
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becomes an approximation. This is clue to the variation in 7 as the temperature varies. A 
value of 7 that is not the same as that used in the design yields an ofT-clesign condition. 
The offset of as much as 2 psi in figure 31 is due to this off-design condition. 

Several total pressure readings at 900°F are compared in figure 32. The NCTP1 data 
is from the old test runs and is used to check the data obtained using CTP3. The results 
obtained from the old tests closely match those obtained for these experiments and indicate 
that CTP 3 was functioning properly. Any differences may be attributed to the affect of 
the coolant and/or the burner operation. The phase 1 and phase 2 total pressure readings 
at 1500°F are compared in figure 33. The results obtained from the phase 1 tests are equal 
to those obtained for the phase 2 tests. The repeatability of data in figure 33 indicated 
that the traverse rig was properly aligned along the jet centerline throughout, the phase 1 
and phase 2 testing. 

The total pressure data at the nozzle exit planes are compared along each axis for all 
three temperatures tested in figures 34 and 35. The data indicates that little difference 
exists in the initial jet exit boundary layer thickness for a wide range of operating jet 
total temperatures. The +X3 exit plane shear layer data does show more dispersion than 
the -fXl data. A comparison of the +X1 and +X3 exit plane total pressure results at 
900°F, 1500°F, and 2000 °F, is shown in figures 36, 37, and 38, respectively. The readings 
in the +X 3 exit plane are offset by approximately 0.070 in. in the jet shear layer at the 
temperature of 1500°F and 2000°F. The offset is less at 900°F. 

The good repeatability of the centerline data of figures 32 and 33 clearly indicate that 
probe positioning with the remotely controlled digital traverse can be done with great 
precision. However, the radial data at the jet exit indicates a definite effect, between 
the TX1 and +X3 coordinate directions. It is important to note that there is a large 
difference in the aerodynamic loading of the support wing as the probe approaches the 
shear layer along each respective coordinate direction. Along +X 1 the wing loading remains 
symmetric, whereas along + X3 it is unsymmetric. The non-symmetric. loading along +X3 
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could be a major factor producing the observed affect. Since the shear layer is relatively 
thin compared to the probe diameter, only small probe and wing deflections are required 
to produce such an effect. The +X3, -X3, and +X1 data comparisons at 1500° F in figure 
39 do not entirely confirm that this is the only explanation since the -f X3 and -X3 data 
are not equally offset from the -fXl data which is presumed to be unaffected. 

Static Pressure Results 

The phase 2 centerline data obtained for CSP2 is shown in figure 40. The minimum 
and maximum static pressure locations, within 7 diameters of the nozzle exit, match closely 
for the three temperatures tested. However, further downstream of the nozzle this is not the 
case. This is due to the differences in the shock cell length between the three cases resulting 
from the differences in jet temperature. The results show that as the nozzle approaches its 
2000°F design point, the shock strength of the waves in the plume diminish. The 900°F 
results beyond X/R = 20 appear irregular. However, the data up to X/R — 20 from 
the jet exit is in good agreement with prior uncooled pressure measurements, as shown 
in figure 41. The +X1 and +X3 exit plane static pressure results at 900°F, l r >00°F, and 
2000° F, are shown in figures 42 and 43. 

Total Temperature Results 

The total temperature reading obtained by both the uncooled and cooled probes was 
less than the reading obtained from the burner thermocouples. The cooled probe data 
understandably was affected by the coolant, however, the uncooled probe data errors in- 
dicated that energy loss from the thermocouple bead also existed, though not as great. 
A total of four runs were performed with the probe coolant on (CTT2), and the probe 
coolant off (NCTT2), through a temperature range of 900°F to 2000°F. This was an at- 
tempt to better understand the heat transfer process contributing to the lower temperature 
measurements from the probe. 

The centerline data obtained for the water cooled probe CTT2 at all three tempera- 
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tures tested are shown in figure 44. These results show that, the measured temperatures are 
below the jet temperatures obtained from the burner thermocouples. The measured tem- 
peratures are approximately 60°F, 220°F, and 400°F below the assumed jet temperatures 
of 900°F, 1500°F, and 2000°F, respectively. The error is shown to increase with increasing 
jet total temperature. Such errors greatly effected the calculated ratio of specific heats 
and velocities, and slightly affected the calculated Mach numbers. The comparison of the 
1500°F centerline data obtained by NCTT1 and 0TT2 is shown in figure 45. The NCTT1 
data is approximately 70°F below the jet temperature, and the CTT2 data is approxi- 
mately 230°F below the jet temperature. This comparison clearly indicates that the use of 
cooling dramatically effects the accuracy of probe measurement. The difference between 
the uncooled probe data, at the nozzle exit, and the jet temperature is also evident. 

The CTT2 total temperature exit plane data are compared in figure 46 along the f X3 
axis for all three temperatures tested. A comparison of NCTT2 and CTT2 in the +X3 
exit plane, at 900° F, is shown in figure 47. The use of coolant is again shown to produce 
significant deviation from expected jet total temperatures. 

The third test was attempted using NCTT1 and WNGTP3. The starting tempera- 
ture was 900°F and was increased at increments of 100°F. NCTT1 failed at 1600°F, and 
destroyed the wingtip in the process. The failure of WNGTP3 prevented assessing the 
capability of using Carbon-Carbon as a material for future wing and wingtip designs. 

The fourth test (phase 3) was performed using the high resolution infrared system. 
CTT2 was tested at 900° F, 1500°F, and 2000° F with the coolant turned on, and the coolant 
turned off. The surface temperature of the probe was obtained for each of these cases and 
was used to determine the heat transfer process of the probe. The true effectiveness of the 
cooling system in each case is determined by this calibration. 

The infrared result of NCTT2 at 900° F is shown in figure 48, and the surface tem- 
perature distribution is estimated as given in figure 49 assuming a surface emmissivity of 
0.95 for the 8-12 micrometer range. The two lines along the centerline of the probe in all 
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the infrared photographs define the region from which the surface temperature distribu- 
tion is obtained, not the actual temperature of the probe. The minimum probe surface 
temperature is approximately 350°F. The infrared result of CTT 2 at 900°F is shown in 
figure 50, and the surface temperature distribution is given in figure 51. The minimum 
probe surface temperature is approximately 130° F. The constant surface temperature of 
the cylindrical sidewall, T 4 , was estimated at 000 °F. The difference between the N0TT2 
and CTT 2 measurements at the nozzle exit is approximately 18° F, which is an error of 
two percent. 

The infrared result of NCTT 2 at 1500°F is shown in figure 52, and the surface tem- 
perature distribution is given in figure 53. The minimum probe surface temperature is 
approximately 600°F. The infrared result of CTT2 at 1500°F is shown in figure 54, and 
the surface temperature distribution is given in figure 55. The minimum probe surface 
temperature is approximately 180°F. The constant surface temperature of the cylindri- 
cal sidewall, T 4 , was estimated at 1005°F. The difference between the NCTT 2 and CTT2 
measurements at the nozzle exit is approximately 108°F, which is an error of eight percent. 

The infrared result of NCTT2 at 2000 °F is shown in figure 56, and the surface tem- 
perature distribution is given in figure 57. The minimum probe surface temperature is 
approximately 840°F. The infrared result of CTT2 at 2000 °F is shown in figure 58, and 
the surface temperature distribution is given in figure 59. The minimum probe surface 
temperature is approximately 430° F. The constant surface temperature of the cylindrical 
sidewall, T 4 , was estimated at 1350°F. The difference between the NCTT2 and CTT 2 mea- 
surements at the nozzle exit is approximately 261°F, which is an error of fourteen percent. 
The infrared camera was checked against the black body set at a reference temperature of 
532.4°F. The infrared system measured a temperature of 533. 4°F for this condition, shown 
in figure 60, within 1 °F of what, the blackbody was set at, which is an error of a tenth of 
a percent. 

The heat transfer analysis for the conductive, convective, and radiative modes of each 
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case tested is presented in Table 2, along with other relevant, data used in the analysis. The 
conductive heat transfer was approximately three times as great with the coolant turned 
on than with the coolant turned off and is considered the major contributer to the lower 
temperature measurements. This result is heavily dependent upon the assumption that T 5 
is equal to T 6 when the coolant is turned on. The radiative heat transfer leaving the bead, 
with the coolant turned on, is less than with the coolant turned ofF, assuming T 3 is equal 
to T 4 . Therefore, the total heat transfer crossing the thermocouple bead control volume 
for the cooled case is significantly greater than the uncooled case. Applying conservation 
of energy to the bead, it is also seen that the convective heat transfer into the bead is 
greater for the cooled case than the uncooled case. Ideally, it is desired that little or no 
convective heat transfer exist with the bead, which requires that the chamber flow velocity 
is nearly zero. Any increase in the convective heat transfer indicates that the chamber flow 
velocity is increasing and the measured temperature is decreasing. Both the cooled and 
uncooled beads experience convective heat transfer, though not as great for the uncooled 
case. This may explain why the data obtained from the uncooled probes was also less than 
the jet temperature. Future experiments will require that any cooled total temperature 
probe used, is first calibrated through the range of temperatures it is to experience to 
accurately determine the flow total temperature. The analysis presented here is simplified 
considerably and serves only to define the major modes of heat transfer that result in lower 
temperature measurements by the probe when the coolant is turned on. Therefore, a more 
detailed model of the probe is recommended. The goal of this model would be to obtain 
a relationship between the measured temperature, by the thermocouple bead, and the jet 
temperature through a range of temperatures and pressures the probe is to experience. 

Local Jet Flow Velocity and Mach No. 

A comparison of the jet plume centerline velocity and Mach number at the temper- 
atures tested is shown in figures 61 and 62, respectively, using the CTT 2 temperature 
measurements. The 1500F centerline velocities and Mach numbers obtained using the 
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phase 1 NCTT1 data, and the phase 2 GTT2 data, are compared in figure 63 and figure 
64. The CTT2 data tended to decrease the calculated velocity 150 fi/s below the cal- 
culated velocity using the NCTT1 data, or roughly a five percent error. In general, the 
coolant affected temperature reading tends to decrease the calculated velocity, but has no 
significant affect on the calculated Mach numbers. Future experiments will have to account 
for this affect by calibrating the cooled total temperature probe. 

The +X3 exit plane velocity at. 900°F, 1500°F, and 2000°F are shown in figure 65, 
using the CTT2 data. This figure allows the comparison of the calculated velocity with 
the theoretical velocity. From this the effect of the CTT2 data can be determined. Table 
3 presents these calculations along with the corresponding errors. As the temperature 
increased so did the error in the calculated velocity. The velocities calculated using the 
CTT2 data had a larger error associated with them than those calculated using the NCTT2 
data. A comparison of the +X3 exit plane NCTT2 and CTT2 calculations at 900°F, is 
shown in figure 66. Note that the calculated velocities using the NCTT2 data at 900° F is 
roughly the same as the theoretical velocity. The + X3 exit plane calculated Mach numbers 
for all three temperatures tested, shown in figure 67, indicates that the Mach number is 
insignificantly affected by these variations in temperature. This figure also shows that the 
nozzle was operating at Mach 2.0 at the exit. 

System Considerations 

The two burner thermocouples encountered difficulty in measuring the same temper- 
ature during phase 2. A test was performed to understand the differences between the 
two burner thermocouples and NCTT1. The results of this run are shown in figure 68. 
Five measurements were made at each jet temperature tested for all three thermocouples. 
The data presented in figure 68 represents the average measurement of these tests. The 
assumed jet temperature was read from the digital display. Experience had shown that 
this was more accurate than the computer at determining the actual jet temperature. The 
NCTT1 measurement was shown to be lower than the jet temperature due to energy leav- 
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ing the thermocouple bead. The reading from the computer is considerably less than that 
for the digital display. This was found to be attributed to the delicate positioning of the 
thermocouple bead in the burner. The burner thermocouple lead was shortened and the 
bead was moved slightly until the computer reading and the digital reading matched. 

These experiments represent a research effort to develop and test water cooled probes 
that could accurately measure the pressures and temperatures in a high-temperature su- 
personic flow. Ideally, these experiments would be conducted with a nozzle and facility that 
produced a shock-free purely laminar jet flow. However, the jet flow in which the probes 
were tested contained shocks and was turbulent. Instead of being calibrated in a pure 
environment, the probes are calibrated in a facility that models actual flight conditions. 
The significance of this is not known and needs to be addressed. 

The effects of the nozzle coolant on the jet exit temperature are not known. Some 
form of convective cooling may be occuring within the nozzle, thus decreasing the total 
temperature. The propane injectors were found to form clots that frequently discharged 
into the flow. This resulted in jet temperature variations beyond the control of the opera- 
tors. These and other factors are accounted for in the temperature tolerances established 
for the burner operation. 

CONCLUSION 

The goal of successfully testing a water cooled supersonic total pressure probe, static 
pressure probe, and total temperature probe at 2000°F has been accomplished. The cooled 
total and static pressure readings agreed with previous uncooled results. The total tem- 
perature probe reading was found to be affected by the water coolant, and the extensive 
calibrations performed provided some insight into these effects. The cooled probe had 
a greater rate of heat transfer across the thermocouple bead control volume than the 
uncooled probe. This results in temperature measurements for the cooled probe that is 
considerably lower than the uncooled probe. The lower temperature measurements tended 
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to result in a calculated velocity that was significantly lower than theory. Further work 
needs to be done with the total temperature probe to fully understand the effects of the 
coolant system upon the temperature reading. 
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annular cooling design. 
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Figure 3. Probe and wing support assembly shown in test position. 
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Figure 5. Water cooled total temperature probe. 
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Figure 6. Illustrated cut-away view of the cooled total 
temperature probe tip. 
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Figure 8. Thermocouple bead heat transfer analysis. 
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Figure 9 . Thermocouple bead radiative heat transfer 
components and corresponding shape factors. 
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Figure 10. Jet Noise Laboratory Floor Plan. 
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Figure 11. Overall experimental set-up. 
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Figure 13. Wing support and coolant assembly. 
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Figure 16. Wingtips utilized in experiment. 
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Acronym 

Mass flow 
(Ibm/sec) 

Comments 

Total 

NCTP1 

- 

Uncooled probe from previous tests 

Press 

CTP2 

0.0026 

Four tube water cooling up to tip 

Probe 

CTP3 

0.0128 

Annular flow cooling up to tip 

Static 

NCSP1 

- 

Uncooled probe from previous tests 

Press 

CSP2 

0.0185 

Annular flow cooling up to tip 

Probe 

CSP3 

0.0185 

Annular flow cooling up to tip 

Total 

NCTT1 

- 

Uncooled probe from previous tests 

Temp 

CTT2 

0.0650 

Annular flow cooling up to bead 

Probe 

WNGTP2 

0.0086 

Water cooled wingtip 


Table 1. Probe classifications and applicable mass flow rates. 
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Total temperature probe (CTT2) 
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Figure 17. Water cooled probes utilized in experiment. 
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Figure 18. Total pressure probe with unsymmetric water cooling. 



<D 

n 


?Q 3 
; . *- 


O- 


m co 

h- © 

oo o 


. <D 

3 
CO 
CO 
d> 



m 

h- 

m 

rt 


42 


Figure 19. Total pressure probe with annular water cooling. 
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Figure 20. CTP3 X-ray. 
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Figure 21. Water cooled static pressure probe. 
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Figure 22. Illustrated cut-away view of cooled static pressure probe tip 





Figure 23. CSP2 partially assembled tip detailing coolant tube 
and pressure tubes. 
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Figure 24. Magnified CSP2 highlighting the finished vent holes 
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Figure 25. CSP2 X-ray. 
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Figure 26. Water cooled total temperature probe. 
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Figure 27. CTT2 shown prior to assembly 








wpi 




<>«**■* 



52 


Figure 29. CTP2 infrared photo at 900 F. 
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Figure 30. CTP3 infrared photo at 1600 F. 
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Figure 31. Measured jet centerline total pressures at 900 F, 1500 F, and 2000 F. 
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Figure 32. Measured jet centerline total pressure comparison at 900 F. 
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Figure 33. Measured jet centerline total pressure comparison at 1500 F. 



Figure 34. Measured +X1 axis total pressures at 900 F, 1500 F, and 2000 F. 
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Measured +X3 axis total pressures at 900 F, 1500 F, and 2000 F. 
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Figure 36. Measured +X1 and +X3 axes total pressure comparison at 900 F 
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Figure 39. Measured +X1, +X3, and -X3 axes total pressure comparisons at 1500 F 
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Figure 40. Measured jet centerline static pressures 
at 900 F, 1500 F, and 2000 F. 
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Figure 42. Measured +xl axis static pressures at 900 F, 1500 F, and 2000 F 
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Figure 47 . Measured +X3 axis total temperature comparison at 900 F 
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Figure 48. NCTT2 infrared photo at 900 F. 
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Figure 49. NCTT2 surface temperature distribution at 900 F. 
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Figure 50. CTT2 infrared photo at 900 F. 
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Figure 51. CTT2 surface temperature distribution at 900 F 
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Figure 52. NCTT2 infrared photo at 1500 F. 



68 


ORIGINAL PAGE IS 
OF POOR QUALITY 


Figure 53. NCTT2 surface temperature distribution at 1500 F. 
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Figure 54. CTT2 infrared photo at 1500 F. 
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Figure 55. CTT2 surface temperature distribution at 1500 F. 
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Figure 56. NCTT2 infrared photo at 2000 F. 
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Figure 57. NCTT2 surface temperature distribution at 2000 F. 
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Figure 58. CTT2 infrared photo at 2000 F. 
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Figure 59. CTT2 surface temperature distribution at 2000 F. 
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Figure 60 . Infrared system calibration with the blackbody. 
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Figure 62. Calculated jet centerline Mach numbers at 900 F 
1500 F, and 2000 F using the CTT2 data. 



Figure 63. Calculated jet centerline velocity comparison at 1500 F 
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Figure 64. Calculated jet centerline Mach number comparison at 1500 F 



Figure 65. Calculated +X3 axis velocities at 900 F, 
1500 F, and 2000F using the CTT2 data. 
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Table 3. Calculated velocity error analysis 
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Figure 66. Calculated +X3 axis velocity comparison 900 F 
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Figure 67. Calculated +X3 axis Mach number comparisons 
at 900 F, 1500 F, and 2000 F. 
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Figure 68. Burner (nozzle) total temperature calibration. 
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